Double transvenous left ventricular lead implantation for the maintenance of cardiac resynchronisation therapy.
This case reports about the feasibility of the transvenous implantation of a second coronary sinus lead in addition to a non-extractable old left ventricular lead for the continuation of cardiac resynchronization therapy in a 48-year old patient with severe heart failure.